[Distal tibia peri-implant fracture with an intramedullary nail: a case report].
Peri-implant fractures of the distal tibia after intramedullary nailing are rare. We present a case of a fracture of the distal tibia at the site of the distal interlocking screw. We found two cases reported in the world literature. There are no cases reported in the Spanish literature.